Technical aspects of single transducer echocardiography.
In echocardiographic recordings optimal amplification and A-mode control should be used. In wall motion analysis greater accuracy is obtained by utilization of enlarged display scale. When these technical aspects are taken into consideration accurate and reproducible recordings are obtained.